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Certificate of Analysis

Washington Closure Hanford
3190 George Washington Way
Richland, WA 99354

March 20, 2006

Attention: loan Kessner

SAF Number RC-048
Date SDG Closed : March 6, 2006
Number of Samples : One (1)
Sample Type Water
SDG Number J00067
Data Deliverable : 45-Day / Summary

CASE NARRATIVE

I. Introduction

On March 6, 2006, one water sample was received at STL Richland (STLR) for chemistry analysis. Upon
receipt, the sample was assigned the following laboratory ID number to correspond with the Washington
Closure Hanford (WCH) specific ID:

WCH m#
J11 J37

STLR ID#

HOPPC

MATRIX

WATER

DATE OF RECEIPT

3/6/06

I. Sample Receipt

The sample was received in good condition and no anomalies were noted during check-in.

III. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.
The requested analyses were:

Chemical Analysis
Hexavalent Chromium by EPA method 7196A

STL RICHLAND 2



Washington Closure Hanford
March 20, 2006

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Chemical Analysis
Hexavalent Chromium by EPA method 7196A:
The LCS, batch blank, sample, sample matrix spike (J11J37), sample matrix spike duplicate (J11J37) and
sample duplicate (J11J37) results are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

Hans Carman
Project Manager

STL RICHLAND 3



Drinking Water Method Cross References
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richiand's SOP number
EPA 901.1 Cs-134, 1-131 RICH-RC-5017
EPA 900.0 Alpha & Beta RICH-RC-5014
EPA 903.1 Ra-226 RICH-RC-5005
EPA 904.0 Ra-228 RICH-RC-5005
EPA 905.0 Sr89/90 RICH-RC-5008
ASTIM D2460 Total Radium RICH-RC-5027
Standard Method 7500-U-C & ASTM D5174 Uranium RICH-RC-5058
EPA 906.0 Tritium RICH-RC-5007

NOTE: I
The Gross Alpha LCS Is prepared with Am-241 (unless otherwise specified in the case narratiw)
The Gross Beta LCS Is prepared with Sr/Y-90 (unless otherwise specified in the case narratie)

Uncertainty Estimation
STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation of Errors",
involves the identification of all variables in an analytical method which are used to derive a result. These
variables are related to the analytical result (R) by some functional relationship, R = constants * f(xy,z....
The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.
The individual component uncertainties (i) are then combined using a statistical model that provides the
most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated
by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,
such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-
of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the
combined uncertainty (u) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

STL Richland
rutGeneralnfo v3.72
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Action Lev

Batch

Bias

COC No

Count Error (#s)

Total Uncert (#s)
u, Combined
Uncertainty.

(#s), Coverage
Factor
CRDL (RL)

Lot-Sample No

MDC MDA

Primary Detector

Ratio U-234/U-238

Rst/MDC

Rst/TotUcert

Report DB No

RER

SDG

Sum Rpt Alpha
Spec Rst(s)

Work Order

Yield

Report Definitions
An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level. Often the Action Level is related to the Decision Limit.

The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Defined by the equation (Result/Expected)-l as defined by ANSI N13.30.

Chain of Custody Number assigned by the Client or STL Richland.

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in the
same units as the result.

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland "default"
nominal detection limit. Often referred to the reporting level (RL)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc-(I.645 *
Sqrt(2*(BkgrndCnt/BkgmdCntMinySCntMin)) * (ConvFct/(Eff*Yld*Abn*Vol) * IngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and II error probability of approximately 5%. MDC - (4.65 *
Sqrt((BkgmdCnt/BkgrndCntMin)/SCntMin) + 2.71/SCntMin) * (ConvFct/(Eff * Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is
1.038.

Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

The equation Replicate Error Ratio = (S-D)/[sqrt(TPUs' + TPUd2)] as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
the results are in the same units.

The LIMS software assign test specific identifier.

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

STL Richland
rDtGeneraLinfo v3.72
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Sample Results Summary
STL Richland STLRL

Ordered by Method, Batch No., Client Sample ID.

Report No. :31653

Date: 20-Mar-06

SDG No: J00067

Client Id MDC or
Batch Work Order Parameter Result +- Uncertainty ( Is) Qual Units Yield MDA CRDL RPD

6065448 7196-CR6
J11J37

HOPPCIAA HEXCHROME

HOPPC1AE HEXCHROME
2.OOE-03 +- 0.OOE+00
2.00E-03 +- 0.00E+00

U
U

mg/L
mg/L

N/A
N/A

2.OOE-03 2.OOE-03
2.OOE-03 2.OOE-03 0.0

No. of Results: 2

STL RICHLAND

STL Richland RPD - Relative Percent Difference.

rptSTLRchSaSum U Qual - Analyzed for but not detected above liniting criteria. Limit criteria ii less than the Mdc/Md. or Total Uncert or not Identified by
mary2 V4.15.0 A97 25mm. scan "sftwmr.
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QC Results Summary
STL Richland STLRL

Ordered by Method, Batch No, QC Type,.

Report No. : 31653

Date: 20-Mar-06

SDG No.: J00067

Batch
Work Order Parameter Result +- Uncertainty ( 2a) Qual Units Yield Recovery Bias MDCIMDA

71 96CR6
6065448 MATRIX SPIKE

HOPPCIAC HEXCHROME

HOPPClAD HEXCHROME
6065448 LCS

HOPT21AC HEXCHROME
6065448 BLANK OC

HOPT21AA HEXCHROME

5.60E-01 +-O.O0E+00

5.63E-01 +- 0.OOE+00

5.25E-01 +- 0.OOE+00

2.00E-03 +-0.OOE+00

mg/L N/A 106% 0.1
mg/L N/A 107% 0.1

2.OOE-03
2.OOE-03

mg/L N/A 105% 0.1 2.00E-03

U mg/L N/A 2.OOE-03
No. of Results: 4

STL RICHLAND

STL Richland Bias - (Result/Expected)-I as defined by ANSI N13.30.

rptSTLRchQcSum U Qua] - Analyzed for but not detected above Ilsing criteria. Limit criteria Is less than the Mdc/Mda or Total Uncert or not Identified by
mary V4.15.0 A97 gana San software.
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L-

Lab Name: STL Richiand

Lot-Sample No.: J6C060222-1

Client Sample ID: J11J37

SDG:

Report No.:

COC No.:

J00067

31653

RC-048-376

Collection Da

Received Dat

Matrix:

FORM I

SAMPLE RESULTS

Result Count Total MDCIMDA, Rpt Unit, Yield RsO/MDC, Analysis, Total So Aliquot Primary
Parameter Qual Error ( 2 s) Uncrt( 2 s) Action Lev IA CRDIARL) Rst/TtUcert Prep Date Size Size Detector

Batch: 6065448 7196_CR6 Work Order HOPPC1AA Report DS ID: 9HOPPC10

HEXCHROME 2.00-03 U O.OE+00 2.OOE-03 mg/L N/A 1. 3/6/06 100.0
2.OOE-03 N/A ML

No. of Results: I Comments:

STL Richland MDCIMDALc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume.

rptsI-Rchsample U Qual - Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda or Total Uncet or not identified by gamma scan softwamr.

V4.15.0 A97

Date: 20-Mar-06

te: 3/6/2006 9:19:00 AM

a: 3/6/2006 2:05:00 PM

WATER
Ordered by Client Sample ID, Batch No.



Date: 20-Mar-06

DUPLICATE RESULTS

Lab Name: STL Richland

Lot-Sample No.: J6C060222-1

Client Sample ID: 411J37

SDG: J00067

Report No. : 31653

COC No.: RC-048-376

Collection Date: 3/6/2006 9:19:00 AM

Received Date: 3/6/2006 2:05:00 PM

Matrix: WATER

Result, Count Total MDC IMDA, Rpt Unit, IsMDC, Analysis, Total S2 Aliquot Primary

Parameter Orig Rae Qu Error (2 s) Uncert( 2 a) Action Lay CRDL yIdd RatITtUcert Prep Date Size Size Detector

Batch: 6065448 7196_CR6 Work Order HOPPC1AE Report DB ID: HOPPC1ER Orig Sa DO ID: 9HOPPC10
HEXCHROME 2.OOE-03 U 0.0E+00 2.OOE-03 mgA N/A 1. 3/6/06 100.0

2.OOE-03 U RPD 0.0 2.OCE-03 N/A ML

No. of Results: I Comments:

STL Richland RPD - Relative Percent Diference.

rptSTLRchDupV4.1 MDCIMDA,Lc - Detection, Deddon Level based o. Instrument background or blank, adjusted by tbe sample Effciency, Yield, and Volume.

5.0 A97 U Qual - Analyzed for but not detected above liumiting criteria. Limit criteria Is less than the Mde/Mda or Total Uncert or not identified by gamma sean software.

FORM 11



FORM 11

BLANK RESULTS

Lab Name: STL Richland

Date: 20-Mar-06

Matrix: WATER Report No.: 31653

Count Total MDCIMDA RPEUDit, RstMDC, Analysis, Total S. Aliquot Primary

Paramet Result Qued Error (2 s) Uncrt( 2 ') , CRDL Yed t/TOIJcert Prep Date Size Size Detector

Batch: 6065448 7196 CR6 Work Order HOPT21AA Report D6 ID: HOPT21AB
HEXCHROME 2.OOE-03 U 0.0E+00 2.OOE-03 mg/L N/A 1. 3/6/06 100.0

2.00E-03 N/A ML

No. of Results: 1 Comments:

STL Richland MDCIMDALe - Detection, Decision Level based on Instrument background or blank, adjusted by the sample Efficiency, Ylad, and Volume.

rptSThRchfllank U Qual - Aadyzed for but not detected above Ilmitiag criteria. Limit criteria Is less than the Mde/Mdx or Total Umert or not ideatified by gama se n software.

V4.15.0 A97

SDG: J00067



FORM 11

LCS RESULTS

STL Richland

WATER

Date: 20-Mar-06

SDG: J00067

Report No. : 31653

Result Cous Total Report Expected Recovery, Analysis, Aquot Primary
Paraneter Qua Errar (2s) Uncert( 2s) MDCIMA Unit Yield Expected Uncert Was Prep Date Size Detector

Batch: 6065448 7196CR6 Work Order: HOPT21AC Report DOID: HOPT21AS

HEXCHROME 5.25E-01 0.OE+00 2.OOE-03 mg/L N/A 5.OOE-01 105% 3/6/06 100.0
Rec Limits: 85 115 0.1 ML

No. of Results: I Cornints:

STL Richland Bias - (Reudt/Expected)-1 as defined by ANSI N13.30.

rptSTLRchLcs
V4.15.0 A97

Lab Name:

Matrix:



FORM 11

MATRIX SPIKE RESULTS
Date: 20-Mar-06

Lab Name: STL Richland

Lot-Sample No.: J6C060222-1

SDG: J00067

Report No.: 31653 Matrix: WATER

Spilkiesult, Count TOtW Rpt Unit, RMc- Exp- Emp Analysis, Aliquot Analy Method,
Paranter Orig Rot Qual Error (Is) Uncert(2 s) MDC IMDA CRDL Yield avry acted Uncert Prep Date Size Primary Detector

Batch: 6065448 Work Order HOPPCIAC Report CA ID: HOPPCICW Orig SaDBID: 9HOPPC10

HEXCHROME 5.60E-01 0.OE+00 2.OOE-03 mg/L N/A 106.46% 5.26E-01 3/6/06 100.0 7196_CR6

2.001E-03 ML

Batch: 6065448 Work Order HOPPC1AD Report 13 ID: HOPPC1DW Orig Sa DB ID: HOPPC1CW

HEXCHROME 5.63E-01 O.0E+00 2.00E-03 mg/L N/A 107.03% 5.26E-01 3/6/06 100.0 7195-CR
5.60E-01 ML

Number of Results: 2

Comments:

STIL Richland

rptSTLRchMs
V4.15.0 A97

RER - Replicate Error Ratio - (S-D)[sqrt(sq(TPUS)+sq(TPUd))j as defined by ICPT BOA.
Bias - (ResultExpected)-1 as defined by ANSI N13.30.



FORM 11 Date: 20-Mar-06

MATRIX SPIKE DUPLICATE RESULTS

STL Richland SDG: J00067

Lot-Sample No.: J6C060222-i Report No.: 31653 Matrix: WATER

Sp&kltinult, Count Teal Rpt Unit, Rec- Exp- Exp Analysis, Aliquot Primary
Parameter Orig Rt Qusi Errr (2 s) Uncert( 2 s) MDCIMDA CRDL Yield every ected Uncert Prep Date Sie Detector

Batch: 6065448 7196_CR6 Work Order HOPPCIAC Report DB ID: HOPPC1CW Orig Sa DR ID: HOPPC1DW

HEXCHROME 5.60E-01 0.0E+O0 2.OOE-03 mg/L N/A 106.46% 5.26E-01 3/6/06 100.0

5.63E-01 RPD 0.5 ML

Batch: 6065448 7196_CR6 Work Order HOPPCMAD Report ID: HOPPCIDW Orig Sa DarD: HOPPCICW

HEXCHROME 5.63E-01 0.OE+00 2.OOE-03 mg/L N/A 107.03% 5.26E-01 3/6/06 100.0

5.60E-01 RPV 0.5 ML

No. of Results: 2 Comments:

STL Richland RER

rptSTLRchMsDup2 Blas
V4.1 5.0 A97

" Replicate Error Ratio - (S-O)4sqrt(sq(TPUs)+sq(TPUd))] as defined by ICPT BOA.
- (Resuilt/Expected)-1 aS defined by ANSI N13.30.

Lab Name:



STL
Richland Laboratory

Data Review Check List
Hexavalent Chromium

Work Order Number(s): HOPPC
Lab Samle Numbers or SDG:

Method/Test/Parameter: Cr+6 in WATER / RICH-WC-5003, Rev 7

Yes No N/A 2" Level
Review Item (1) (/) (1) Review (1)

A. Initial Calibration

1. Performed at required frequency with required number of levels?

2. Correlation coefficient within QC limits? "

3. Initial calibration verification (ICV) analyzed immediately after calibration and
results within QC limits?

4. Initial calibration blank (ICB) analyzed immediately after ICV and concentrations of
all parameters < reporting limit?

B. Continuing Calibration

1. CCV analyzed at required frequency and all parameters within QC limits?

2. CCB analyzed at required frequency and all results < reporting limit?

C. Sample Analysis

1. Were any samples with concentrations above the linear range for any parameter
diluted and reanalyzed?

2. Were all sample holding times met? v

D. QC Samples

1. All results for the preparation blank below limits?

2. MS or MS/MSD recoveries within QC limits and %RPD (for MSD) acceptable?

3. LCS percent recovery within QC limits and %RPD (for LCSD) acceptable?

4. Analytical spikes within QC limits where applicable?

5. ICP only: One serial dilution performed per SDG?

6. ICP only: CRDL standard (CRI or CRA) analyzed at required frequency? V

7. ICP only: Interference check samples (ICSA. ICSAB) and HICAL analyzed at the
required frequencies and within QC limits?

Form CG-191, Rev. 4, 2/03 page 1 of 2
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Review Item Yes No N/A 221 Level
(1) (0) () Review (/)

E. Other

1. Are all nonconformances included and noted?

2. Is the correct date and time of analysis shown? V,

3. Did the analyst sign and date the front page of the analytical run?

4. Correct methodology used?

5. Transcriptions checked?

6. Calculations checked at minimum frequency?

7. Units checked?

Comments on any "No" response

I

Analyst:

Second-Level Review:

If Date: 54/A'
Date: / -)

Form CG-191, Rev. 4, 2/03 page 2 of 2

STL RICHLAND 15
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(I)
q

0t

Washin on Closure Hanford CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST RC-048-376 NF I of I

JOAN KESSNER 375-4688 KESSNER, 1H Price Code 7N Data Turnaround

Prolect Desdgation Samolin Location SAF No. Air Quality E] 45 Days
100 Area and 300 Area Companent of the RCBRA Wate Sa 199-N-74 RC-048

lee Chest No. AFI Lbook No COA Method of SMnnunt
/~f.)- 7- V -S~ E-1592 BESRAS6520 GOV. VEHCICE

Shipoed To Offsite Property No. Bil of Lading/Air Bill No.
Severn Trent Incorprated, Richland N/A _N/A

POSSIBLE SAMPLE HAZARDS/REMARKS

POTEYTIAL RADIOACTIVE ation Col C

Special Handling and/or Storage %k.%uI T
COOL 4C t& 4  No. Of CAtalnerft) _ ___ _ _

Ov aVo~3Volume a-

Hex -71%6

SAMPLE ANALYSIS

Salei No. Matrix' SEDvic Date Sanyl Tbne

J11JS7 WATER3--4_ _

CHAIN OF POSSESSION Sig/Print Names SPECAL INSTRUCTONS Matrix
'ceved By/Sweed T "n ,,. Dale/ruw 6Lr

F.M. LL .3 -c -
By DamftM- / .Z ',Wiv Byf o //Mdp .s

telnqushe By== tecive By/stowed T.Dy.rn

Reitalsed Bym-ld F /Op Dt/1 tceved By/Swgted In Da/iome lil

LAjJORATOR'Y ReceivedBy Tidk Dat/rume
SECTION

FINAL SAM1PLE Diup-da Method Disosed By Damrl=un
DISPOSMTON

SHI-EE-011 (08/M9/005)



STL
Sample Check-in List

Datesime Received:? kO N4

Client; SDG #i \ Z NA [] SAF #: RNA [

Work Order Ninbr TO'- Olz C - Chain of Custody # P O4 - $Yy0

Shipping Container ID:lxJ 2 kZU S Air Bill #

1. Custody Seals on shipping container intact? NA[] Yes [,No[]

2. Custody Seals dated and signed? NA [ Yes [q io [ ]

3. Chain of Custody record present? Yes [i o I I

4. Cooler temperature: C.5 NA [( 5.Vermiculite/packing materials is NA [{Wet [] Dry []

6. Number of samples in shipping container -

7. Sample holding times exceeded? NA[3 Yes [I No[,/

8. Sanmles have:
tape

_iistody seals

9. Sar7  are:
in good condition
broken

Sample pH taken? NA pH<2 [} pH>2

Sample Location, Sample Collector Listed? *
*For documentation only. No corrective action need

Were any anomalies identified in sample receipt?

Description of anomalies (include sample numbers):

hazard labels
-ippropriate samples labels

lealdug
have air bubbles

(Only for samples requiring head space)

I adjusted pH [ ]

Yes [INo I]
ed.

Yes fNo []

Sample Custodia K /7 Date:

Client Sample ID Analysis RN uested Condition Cormnents/Action

Client Informed on by_ Person contacted

[ 3 No action necessary; process as is.

Project Manager Date

LS-023, 12/05, Rev. 6

STL RICHLAND

10.

11.

12.

13.

17



r- 362 4:22:08 PM Sample Preparation/Analysis Balance Id
127642, Bechtel Hanford, Inc. Bechtel 88 NO SAMPLE PREPARATION PERFORMED I DIRECT INJECTION Pipet :a Hanford, Inc. EA Chromium, Hlxavalent (7196A)

- Report Due: 0412012006 51 CLiENT: HANFORD Sepi DTITm Tech:

t Batch: 6065448 WATER mg1L PM, Quote: HC , 27023 Sep2 DTITm Tech:
SEQ Batch, Test None

Prep Tech:

Wak Order, Lot. Total Inla Aquot QCTracer Count On IOff CR Analyst, Comments:
Sample DateTime Amt/Unit Amt/UnIt Prep Date Time Min Id (24hr) Circle initjDate

i HPPC-1-AA
J6C06222-1-SAMP

Anifec S00ML fntalner 1 8cr: Alpha: Beta
2 HOPPC-1-AC-S
J60060222-1-MS _ __

3 HOPPC-1-AO-0

4 HOW90-1-AE-X
J6C060222-1-DUP0961M091 AuUlec 50061L ECnwa 1 8crAlha Beta:

4 HOP-1-AA-X
J6C000044-LK

6 HCPT2-1-AC-C

adc #Cwnm 1 8cr: Bea:

STL Richand Key: In - Initial Amt, fi - Final Amt di - Diluted Amt, sl - Sepl, s2 - Sep2 Page I ISV - Insufficient Volume for Analysis WO Cnt: 6
Richiand Wa. pd - Prep Dt, r - Reference D, ec-Enrichment Cell, ct-Cocktailed Added ICOC v4.8. 18



3/612006 4:22:10 PM Sample Preparation/Analysis Balance Id:
a8 NO SAMPLE PREPARATION PERFORMED I DIRECT INJECTION p et
EA Chromium, Hexavalent (7196A)

Report Due: 0412012006 51 CLIENT: HANFORD Sepi DTITm Tech:

Batch: 6065448 mg/L Sep2 DTITm Tech:
SEQ Batch. Test: None

Prop Tech:
WokOde.LT,=7 Total InilAlqo C Tracer Count Detector Count On I Off CR Analyst, Commnents:

Sample Daeie AmaUnit AmV/tHK T Prep Date Tkm Min Id (24hr) Circe lnio/Date

Comments:

Kl1 Clients for Natchs
127642, Bechtel Rsanford, Inc. Bechtel Hanford, Inc. , KC , 27023

oPCuA-SAn COestituent List:
MEX'm RS RDLsO.002 mg/L LCLt85 UCL:l15 RPD:20

0PPC1-MS Cconstituaent List:
HinEKRU RDL:O.002 ug/L Lt:S:5 UCL:115 RPD:20

K0FPC1AD-jWDs
nzrr' x RlLMa.002 mg/L LcLx85 UcLs115 RPDs20

OPET21A&-BL~s
iMn.RMr RDL:0.002 MU/L WI:n UCLz RPD:

OME2AC-Lr:
xWzcmOn RDL:0.002 ug/L LCLjSB UCL.115 RED:20

3OPPClAK-SAtP Calc Info.
Uncert Level (#s).: 2 Decay to Sats Y 32k Subt.: H sci.not. T ODRas: B

0PPCZAC-K8 Calc Info.
Uncert Level (Os).: 2 Decay to Bat: Y 3lk Subt.: N Sci.Not.: Y ODrs: B

3OPPCIAD-MSD:
Uncert Level (#N).& 2 Decay to Rats 1 3lk subt.: 3 sci.not.: 3 ODs: 3

Uncert Level (0u).s 2 Decay to BaDts Y Blk ubt.: N Sci.Mot.± Y Omas: B
SOPT22AC-LCO:

Uncert Level (#s).. 2 Decay to flDts B aik Bubt.: X sci.Not.: Y ODRS: B

Approved By Date:

STL RichIand Key: in - atil Amt, fi - Final Amt, di- Diluted Amt, sl - Sep, s2 - Sep2 Page 2 ISV - Insufflicient Volume for Analysis WO Cnt: 6
Ridvand Wa. pd - Prep DI, r - Reference Dt, ec-Enridment Cell, cl-Cocktaied Added ICOC v4.8.18


